
* ND = None Detected (Defined by Dynamic Range of the method)
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NOTES:

N/A

FINAL APPROVAL

Toluene 15 - 310 *ND

Xylenes

(m,p,o-Xylenes)
113 - 2262 *ND

Benzene 0.2 - 3.4 *ND

Heptanes 79 - 1590 *ND

Hexane 5 - 102 *ND

Ethyl Acetate 85 - 1704 *ND

Acetone 84 - 1689 *ND

Isopropyl Alcohol 88 - 1762 *ND

Pentane 74 - 1478 426

Ethanol 73 - 1467 *ND

Butanes 

(Isobutane, n-Butane)
128 - 2556 *ND

Methanol 52 - 1034 *ND

RESIDUAL SOLVENTS

Solvent Dynamic Range (ppm) Result (ppm)

Propane 60 - 1207 *ND
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